Dosimetry of radiating electromagnetic wave from mobile devices to human body has been evaluated by measuring Specific Absorption Rate (SAR). Usual SAR measurement system scans the volume by robot arm to evaluate RF power absorption to human body from wireless devices. It is possible to fast estimate the volume SAR by software deleting robot moving time with the 2D surface SAR data acquired by arrayed probes. This paper shows the principle of fast SAR measurement and the measured data comparison between the fast SAR system and the robot scanning system. Data of the fast SAR is well corresponding with data of robot scanning SAR within ±3 dB, and its dynamic range covers from 10 mW/kg to 30 W/kg with 4.8 mm probe diameter.
I. INTRODUCTION
Evaluation of exposure of radio frequency to human body by using modern wireless devices is conducted by measuring Specific Absorption Rate (SAR).
The way to find the spatial distribution of E-field in the volume of the simulant human body is performed by robot scanning. This system takes a very long time to evaluate the SAR value of a mobile device because of robot motion to each point to access the SAR value. To promote a fast evaluation of the SAR value, 2D array of E-field probes having 3 axes isotropic characteristics was suggested [1] [2] [3] .
To be a reliable fast SAR measurement system, SAR values by the fast system should give out the similar values irrespective of the measurement position of the mobile devices. Also it should yield the plausible SAR values of the robot scanning SAR measurement system. If the two above conditions are satisfied, a good fast SAR system should have a reasonable linearity characteristics or wide dynamic range. To confirm those performances, SAR values by RF driving position were checked and SAR values by the fast system and by robot scanning system were compared, and SAR value variations to the driving RF input power were examined.
II. CONCEPT OF SAR
SAR at a point in the lossy homogeneous medium exposed by high frequency electromagnetic field is defined in Eq. (1) .
Measurement Data Comparison of Fast SAR Measurement System by Probe Arrays with Robot Scanning SAR Measurement System where C is specific heat capacity of the medium (J/kg · °C), σ is electrical conductivity of the stimulant medium (S/m), |E | is electric field intensity in RMS (V/m), and ρ is mass density of the medium where SAR is to be measured (kg/ m 3 ). Mass density in the medium ρ(x, y, z) is generally set to be 1,000 kg/m 3 of the pure water regardless of the position or the material of the phantom for the estimation of SAR values.
Usually the SAR of the Wireless Device (WD) is estimated by volume average of Eq. (2).
V in Eq. (2) is the integration volume for averaging the point SAR values in the stimulant tissue, which is usually 1 cm 3 or 10 cm 3 for 1 g or 10 g estimation in many national or international standards [4] [5] [6] [7] .
Typically the electric field to calculate SAR value is obtained by E-field probe [6] . The E-field probes consist of a set of three mutually orthogonal center-fed short dipole antennas. The E-field vector magnitude is the Root Sum Square (RSS) of the three orthogonal components by the sensors, as shown in Eq. (3). Fig. 1 shows that each sensor of the probe consists of an electrically short dipole antenna, a diode detector at the dipole feed-point, a dielectric mechanical support, and a highly resistive, RF-transparent, differential transmission line (feedline) to extract the signal detected by the diode while maintaining the RF-transparency of the line. And a dielectric cover (typically a cylindrical low-loss plastic sleeve) encloses the probe for chemical and mechanical protection. shows E-field probe relevant features [8] .
The basic principles of 3D SAR estimation from 2D data are based on the exponential decay of the propagating field in the heavily loss medium. The SAR at an arbitrary point can be simply expressed by Eq. (4) if the characteristics of the incident wave behave like an attenuating planar wave [9] .
where δ is penetration depth of the medium at an angular frequency ω, and zd is detecting diode position in Fig. 3 . Wave penetration depth in the medium is given by,
Because it is not convenient to exchange repeatedly the internal phantom material of this fast SAR measurement system by the different measurement frequency, it is favorable that the human-simulating media have properties of very wide bandwidth satisfying the artificially required dielectric permittivities and electric conductivities.
Considering the exponential decay of the radiating field in the medium, the peak volume average SAR to be estimated in a volume V is expressed by Eq. (6).
where zd is again the position of the field detecting sensors in the medium. If V is a cube of Lc in Fig. 3 , the SAR will be calculated by Eq. (7). Lc is the length of the cube for 1 g or 10 g volume average, where peak volume SAR is to be estimated.
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Amax in Eq. (7) is the planar or curved square surface of Lc in the medium which contains the maximum point SAR position.
All of the planar data SAR(x, y, zd) are acquired by the neighboring multiple probes of 15-mm apart with 4.8 mm diameter in this research for the sampling, and the data are interpolated by bicubic interpolation algorithm which guarantees continuity of the first gradient and cross-derivative. Probe neighboring distance (15 mm) was deliberately decided between the perturbation error by probe volume in the phantom medium and data interpolation error between the neighboring probes. It has been found that a 20 mm × 20 mm measurement grid is usually sufficient to achieve the required interpolation accuracy for locating SAR peaks within 5 mm when two staggered one-dimensional cubic splines are used to estimate the maximum SAR location [6, 10] . Probe neighboring distance should be greater than the diameter of the probes for proper arrays. If the distance between the neighboring probes becomes larger, the interpolated datum for each point SAR would have more inaccuracy.
It is very difficult to measure the coupling level between the two neighboring probes. The length of dipole antennas in the probe is so short and the environmental liquid between the probes are very lossy, we assume the mutual coupling between the neighboring probes are negligible. After interpolation process, re-sampled data by a 1-mm step are calculated to give a 2D planar point SAR for the volumetric calculation by Eq. (7).
III. PERFORMANCE CHECK OF FAST SAR
MEASUREMENT SYSTEM
Structure of Fast SAR Measurement System
Fast SAR measurement system sets probes in array by constant interval in SAM phantom or in body phantom to calculate volume SAR of peak 1 g and 10 g without robot scanning. Figs. 4 and 5 show the probe array dispositions in the generally used phantom shapes. The probes referred to Section II are submerged in a solution which is a simulant human liquid with the wide bandwidth (0.4-6 GHz) characteristic [11] . And the probes are connected with the electronic circuits and a computer which calculates SAR values by the predetermined software. The Devices Under Tests (DUTs) contact with the plastic phantom surface when they are measured following to the international standards [5] [6] [7] .
Homeostasis of SAR Values to the Measurement Positions
Because of the sparse data in the phantom space by the arrayed probes in fast SAR system, it is important to check SAR value variation following to the DUT positions. Test result of SAR values depending on measurement points with 250 mW (24 dBm) RF signal fed by a standard dipole antenna shown in Fig. 6 is summarized in Table 1 . All of the test arrangements, geometrical distances and a radiator or phantom structures follow the international standards for system validation [6, 7] . Although 1.9 GHz is chosen as the test frequency in this paper, the usability of the fast SAR measurement can be extended to lower 300 MHz and to upper 3 GHz which will include most of the modern mobile devices, with wider band probes and wider band simulant liquid. The field intensity contour pattern and SAR values are satisfactorily maintained regardless of the radiating dipole antenna positions in Fig. 7 to the arbitrary same input powers.
SAR values are measured to be in the range of 9.89-9.94 W/kg and 5.12-5.16 W/kg in terms of peak 1 g and 10 g average, respectively. The dominant factor of these measurement variation is due to the position change of the radiating dipole antenna. Fig. 8 shows SAR distribution contour comparison between the robot scanning system and fast SAR system of a WCDMA mobile phone. Both distributions coincide pretty well not only in major peak area but also in less intense area. Measured data by robot scanning system is 0.666 (1 gram) and 0.356 (10 gram) W/kg each, while they are 0.6085 (1 gram) and 0.3811 (10 gram) W/kg each by fast SAR system. Fig. 9 shows SAR values comparison by the robot scanning system and by the fast SAR system of WCDMA mobile phones. Each SAR value is under blue line and above gray line which means that the difference of robot scanning SAR value and fast SAR value are within +3 and -3 dB. 
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Linearity Characteristics of fast SAR Measurement System
RF power from 0 dBm (1 mW) to 39 dBm (8 W) by 3 dB step was driven to a dipole antenna for linearity response test of the fast SAR measurement system at 1,900 MHz. Fig. 10 shows lines of measured data of 1 g and 10 g SAR by fast SAR system, and it shows that 1 g and 10 g SAR lines are parallel and straight in 9-27 dBm input range. Nonlinear characteristics are observed out of this linear range. The reasons of nonlinear region by the low or high input power conditions are due to the detection limit of the sensor or of the system. Improved linear characteristics at high input power region can be obtained by using thinner diameter probes than 4.8 mm such as 3.0 mm diameter. 
IV. CONCLUSION
Some important performances of fast SAR measurement system with stationary multiple E-field sensor arrays (7 × 12) were checked at 1,900 MHz. This system produced similar SAR values irrespective of horizontal measurement position of mobile device. Measured SAR values well coincide with the robot scanning SAR value within ±3 dB. And it has a good linearity characteristics if input power is under 1 W. If better linearity is required at higher SAR (>10 W/kg) realm, a thinner diameter probe with lower sensitivity can be used.
Judging from the results of this study, fast SAR measurement system can be substitutive for the robot scanning system to measure SAR values of WCDMA mobile devices. It needs more tests at other frequencies for reliability evaluation of this fast SAR measurement system with different probe diameters. This fast SAR system is efficiently used for SAR measurements of LTE phones which have about a hundred test modes for a single mobile device. The main purpose of using this fast SAR system for LTE phones is to find out the parameter conditions which give the maximum SAR of the phones. 
